
 
How to properly remove XA and XB harnesses from the Reichhardt iBox. 
 
Both standard XA and XB harnesses which connect to the Reichhardt iBox console have 
plastic slide-locking connectors. Improper removal of these connectors may risk 
damaging the outside of the iBox as well as the harness. Following the steps below will 
help reduce the risk of causing damage when removing a harness. 
 

 
 
The inner red piece of the connector is fully slid in place when locked. To remove a 
connector, insert a flat-head screwdriver into the side of the connector between the inner 
red piece and the side of the connector (shown above). 
 

 
 



 
Carefully twist the screwdriver to partially slide out the red piece. Walking the connector 
out from side-to-side will also reduce the risk of damaging the connector. If there is 
excess dust, dirt, or other debris in or on the connector, periodic bursts of compressed air 
may also help. 
 

 
 
Eventually, the red inner piece should be able to slide outward by hand. When fully slid-
out, the connector should be able to be pulled straight out from the iBox. 


